


Analysis / Test Report

Report to : Siam City Cement Public Company Limited Project Name : Air & Water Testing (1wilay

89,219,301 Moo 9,5,5, Mitaparb Road, . . EERTE))
Tambon Tapkwung, Amphur Kangkhoi, ocation :
Saraburi Thailand 18260 P/O: PO 4000008744

Attn : Jadesada Sawamipak
Phone : 0-3624-0930
Fax : 0-3624-0930
Email : jadesada.sawamipak@siamcitycement.corr
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TESTING
No. 0009

Lot ID: 19120182
Date Received :Mar 13, 2020

Date Reported :Mar 21, 2020
Report Number: 1527563-1

Sampling by

:Norraset Komal

Page 1 of 3
Reference Number 19120182-1
Sample Date Mar 13, 2020 11:00 AM
Sample Description Ground Water
Location Uathéuuaslauaauduaiuunig (u.4)
Condition of Sample Contained in two plastic bottles, sample containers comply to pretreatment - preservation standards (APHA, USEPA)
Date of Analysis Mar 14, 2020
Analyte Unit LoD Result Standard Standard Method
Optimal Value Max. Allowance
Metals Testing
Iron mag/L 0.0001 0.05 <0.5 <1.0 Based on APHA (2017),
3125
Water Testing
Sulfate * mag/L 0.15 135 <200 <250 APHA (2017), 4110 B
Total Hardness * as CaC03 ma/L - 492 <300 <500 APHA (2017), 2340 C
pH at 25 degree C - 7.3 7.0-8.5 6.5-9.2 Based on APHA (2017),
4500-H (B)
Total Dissolved solids *  Dried at 180  mg/L - 862 <600 <1200 Based on APHA (2017),
degree C 2540 C
Total Suspended Solids * Dried at 103-105mag/L - <5 No Standard No Standard ~ Based on APHA (2017),
degree C 2540 D
Turbidity * NTU - 0.81 <5 <20 APHA (2017), 2130 B

Standard : Notification of the Miﬁistry of Natural Resource and Environment, dated March 24, B.E.2551 (2008), published in the Royal

Government Gazette, Vol. 125, Part 85 D, dated May 21, B.E.2551 (2008).
(1) Suitable Allowance, (2) Maximum allowable.

The above results are valid only for the analyzed/tested sample(s) as Approved by
indicated in this report. No part of this report or certificate may be
reproduced in any from without written consent from the Labaratory.
ALS Labaratory Group (Thalland) strongly recommends that this

report is not reproduced except in full.
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Analysis / Test Report TESTING

No. 0009

Report to : Siam City Cement Public Company Limited Project Name : Air & Water Testing (iwflag Lot ID: 19120182

99,219,301 Moo 9,5,5, Mitaparb Road,
Tambon Tapkwung, Amphur Kangkhoi,

Location :

REATE))

Date Received :Mar 13, 2020
Date Reported : Mar 21, 2020

Saraburi Thailand 18260 PO 4000008744
Attn : Jadesada Sawamipak Report Number: 1527563-1
Phone : 0-3624-0930 Sampling by  :Norraset Kemal
Fax : 0-3624-0930
Email : jadesada.sawamipak@siamcitycement.corr
Page 2 of 3
Reference Number 19120182-2
Sample Date Mar 13, 2020 09:43 AM
Sample Description Ground Water
Location UmhAunasiaumaninaduwiaeusd (1.6)
Condition of Sample  Contained in two plastic bottles, sample containers comply to pretreatment - preservation standards (APHA, USEPA)
Date of Analysis Mar 14, 2020
Analyte Unit LOD Result Standard Standard Methaod
Optimal Value Max. Allowance
Metals Testing
Iron mg/L 0.0001 0.01 <0.5 <1.0 Based on APHA (2017),
3125
Water Testing
Sulfate * mg/L 0.15 49.7 <200 <250 APHA (2017), 4110 B
Total Hardness * as CaCO3 mag/L 365 <300 <500 APHA (2017), 2340 C
pH at 25 degree C - 7.3 7.0-8.5 6.5-9.2 Based on APHA (2017),
4500-H (B)
Total Dissolved solids * Dried at 180  mg/L 496 <600 <1200 Based on APHA (2017),
degree C 2540 C
Total Suspended Solids *  Dried at 103-105mg/L <5 No Standard No Standard ~ Based on APHA (2017),
degree C 2540 D
Turbidity * NTU - 0.26 <5 <20 APHA (2017), 2130 B

Standard : Notification of the Ministry of Natural Resource and Environment, dated March 24, B.E.2551 (2008), published in the Royal
Government Gazette, Vol. 125, Part 85 D, dated May 21, B.E.2551 (2008).
(1) Suitable Allowance, (2) Maximum allowable.

The above results are valid only for the analyzed/tested sample(s) as
indicated in this report. No part of this report or certificate may be
reproduced in any from without written consent from the Laboratory.
ALS Laboratory Group (Thailand) strongly recommends that this

report is not reproduced except in full.
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Nanthawadee Somboon
Specialist 1

ADDRESS 104 Phatthanakan 40, Phatthanakan Rd., Khwaeng Phatthanakan, Khet Suan Luang, Bangkok 10250 Thailand PHONE +66 0 2760 3000 FAX +66 0 2760 3197
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Analysis / Test Report TESTING

No. 0009

Report to : Siam City Cement Public Company Limited Project Name : Air & Water Testing (\uilas Lot ID: 19120182

99,219,301 Moo 9,5,5, Mitaparb Road, g

Tambon Tapkwung, Amphur Kangkhoi, Location :

Saraburi Thailand 18260 P/O:
Attn : Jadesada Sawamipak

Phone : 0-3624-0930
Fax : 0-3624-0930
Email : jadesada.sawamipak@siamcitycement.corr

CEETE))

PO

Date Received :Mar 13, 2020
4000008744 Date Reparted :Mar 21, 2020
Report Number: 1527563-1
Sampling by  :Norraset Komal

Page 3 of 3

Reference Number 19120182-3
Sample Date Mar 13, 2020 10:35 AM
Sample Description Ground Water

Location Uavaasasdudinuanitpevugdniviuniie (wialau)
Condition of Sample  Contained in two plastic bottles, sample containers comply to pretreatment - preservation standards (APHA, USEPA)
Date of Analysis Mar 14, 2020
Analyte Unit LOD Result Standard Standard Method
Optimal Value Max. Allowance
Metals Testing
Iron mg/L 0.0001 0.03 <0.5 <1.0 Based on APHA (2017),
3125
Water Testing
Sulfate * mg/L 0.15 58.5 <200 <250 APHA (2017), 4110 B
Total Hardness * as CaCO3 mg/L = 384 <300 <500 APHA (2017), 2340 C
pH at 25 degree C = 7.8 7.0-8.5 6.5-9.2 Based on APHA (2017),
4500-H (B)
Total Dissolved solids * Dried at 180  mg/L - 528 <600 <1200 Based on APHA (2017),
degree C 2540 C
Total Suspended Solids *  Dried at 103-105mg/L - <5 No Standard No Standard ~ Based on APHA (2017),
degree C 2540 D
Turbidity * NTU = 1.07 <5 <20 APHA (2017), 2130 B

Standard : Notification of the Ministry of Natural Resource and Environment, dated March 24, B.E.2551 (2008), published in the Royal
Government Gazette, Vol. 125, Part 85 D, dated May 21, B.E.2551 (2008).

(1) Suitable Allowance, (2) Maximum allowable.
Remark :

1. LOD : Limit of Detection
2."<"  :Lower than LOQ (Limit of Quantitation)
3. Analyte(s) marked * is/are not included in scope of Accreditation.

The above results are valid only for the analyzed/tested sample(s) as
indicated in this repart. No part of this report or certificate may be
reproduced in any from without written consent from the Laboratory.
ALS Laboratory Group (Thailand) strongly recommends that this
report is not reproduced except in full.
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Nanthawadee Somboon
Specialist 1
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